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Generator

BIS

BCP

Manua

Limit

Collision Recovery
Dark Currents

Etc

Stand Alone
(start/run cmd)
CELL_NOW indexing

SAINT Data Reduction
XPREP Structure Prep

SADABS Scaling/Absorption

XS/XM Structure Solution
XL Structure Refienement

APEXII
Proteum

Crystal Centering
Indexing

Data Collection
Data Reduction
Scaling

Face Indexing
Structure Prep

Sol ution/Refinement
Report

Output Files
* PAP - Céll/Matrix/parameters
* RAW — Raw unscaled data

* HKL — scaled data (314,2F8.2)
* _0m.raw —merged raw data
*0m.hkl — scaled data

*.ins SHELX instruction file

* res SHELX resultsfile




Start BIS (Bruker Instrument Service)
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Messages received by BIS

;l i~ Debug levels
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0K I Canoel I ~Common commands
[MESSAGE /NOTE=Last distance was B.000 ci /LEVEL=INFO]. | T |

[SAFETYSHUTTERSTATUS /STATUS=0]

[SHUTTERSTATUS /STATUS=0] Salt abort |
[MESSAGE MNOTE=\Waming: Please check your detector distance. /LEVEL=\WARNING]

[MESSAGE /NOTE=Loaded flood tables: 0267_0512, 90, _fl ALEVEL=INFO]

[MESSAGE MOTE=Loaded spatial tables: Linear /LEWEL=[NFO] Manual mode |
[MESSAGE /MOTE=Instrument initialized successfully, /LEVEL=INFO]

[CONNECTIONSTATUS /STATUS=7] =
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Command
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Frames left: Time left: Estimated completion time:
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Start BCP

iBrukernstrumen

BCP: Bruker Configuration Program
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